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http://www.elinesystem.net/


Visit our website at www.elinesystem.net

and click on the top right LOGIN button
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You will be redirected to the Eline System WebPortal



Click on the «Register» button in order to start your registration



Select «Doctor» among the options 

available in the dropdown list



This is the Doctor registration page. 

You have to provide all your personal and billing information, 

and choose a password.



All mandatory fields are indicated by the mark (*) 

as highlighted in the examples below



Carefully fill out the form. 

Once logged into the webportal, you will be able modify any

data directly in your personal section



Also choose your Lab region and register as shown below
in this example EAC (Eline Academy Course services)



If you belong in an area where a Laboratory has the exclusive rights as an 
official distributor please choose it

In this example FN Orthodontics for Greece-Cyprus-Turkey
*Eline System has always the rights to change the names and the regions of the distributors. The lists, names and regions will be always automatically updated.



As soon as the registration 

will be completed, you 

will receive an e-mail and

SMS notification with your 

registration details.
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How to Submit a Case



Login using your personal e-mail address and password



This is your personal section homepage



You can manage all your personal information from the 

top left dropdown menu, like your billing information, your

address, or your email and login password 



Click on the «MANAGE MESSAGES» option 

in order to text your lab or directly the 

webportal Administrator



You can find both received and sent messages

under the «SHOW MESSAGES» tab.



To send a new message click 

on the «NEW MESSAGE» tab



Click on the «NEW CASE» option in order to 

submit your case



Fill out the Prescription Form carefully, 

as it will provides us with all the information 

regarding your treatment plan.

Eline System suggest you always fill out every field, 

not only the mandatory ones.



By clicking on each tooth you can provide additional

information as shown in the next page



Provide any special remarks on each tooth



To provide us with the patients dental models

you have 2 options:

uploading directly the .STL file 

or ship the silicon impressions



If you select to ship the silicon impressions, 

you can click on the blue help button

next to the option in order to obtain the lab address





If you select to upload directly the digital impressions .STL 

file, you must click on the light blue button in order to browse

among your computer folders and select the files to be 

uploaded



Select the files and upload them



A summary of the files ready for the upload will be shown. 

If you want to change one or more of the files to be 

uploaded, you need to perform a new upload of all the files. 



The information provided during registration on the web 

portal will be used as default billing information.

If you need to enter new billing details just click on the 

address book icon and fill out the form. 



Each new billing card will be automatically saved by the 

web platform so that it can be used for future cases without

having to be recompiled each time



Provide any special instruction if you have any



Accept the Terms and click on «SUBMIT CASE» in order to  

successfully submit your case
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Case Workflow



Login using your personal e-mail address and passwordOnce the case has been submitted you will see it

listed in your personal section



Login using your personal e-mail address and passwordIn the «STATUS» section you can constantly 

monitor the processing status of the case



Login using your personal e-mail address and password
Until the case is displayed as “SUBMITTED” you can still 

modifiy the prescription form by clicking on the icon



Login using your personal e-mail address and passwordIf you uploaded the STL files you will immediately see this icon. 

By clicking on it you can check the files you uploaded in a 3d 

interactive environment.



Login using your personal e-mail address and password

Hold the mouse left button and 

move the cursor in order to 

rotate the models in the space



Login using your personal e-mail address and password
Hold the mouse right button and 

move the cursor in order to translate 

the models in the space



Login using your personal e-mail address and password

Scroll to zoom in / zoom out



Login using your personal e-mail address and passwordOtherwise, if you shipped the silicon impressions, 

you have to wait until the lab will upload the digital 

impressions on your behalf



By clicking on the «+» next to the patient name, you will

display all the information regarding that case



Once the status will turn to «PROCESSING», 

it means that your case is being processed. 

It will take around 3-4 weeks to receive your package.



You will receive a notification as soon as

the setup will be completed. The viewer

section will display a new icon too. 

Click on it to enter in the interactive

3d viewer section



This is the 3d viewer section



On the left side you will find the 

viewer control panel



In the “HISTORY VIEWER” you will find all previous 

viewers in case of modification requests



In the “CURRENT VIEWER” section the 

progress status of the digital setup you 

are reviewing will be displayed



In the “ARCHES” section you can switch on/off 

each arch by clicking on the side flag



By clicking on the “OCCLUSAL 

SUPERIMPOSTION” section you will open the 

superimposition images of the case



This is the occlusal superimposition popup



Review the digital setup of your patient. 

Then select to APPROVE or REQUEST FOR 

MODIFICATION. If you select the second 

option, a text popup will be displayed on 

the lower left of your screen



If you have requested modifications, 

please fill out this text box and then click 

on “REQUEST MODIFICATION” button



This is a 3d interactive area



Hold the left button of mouse 

and move the cursor in order to 

rotate the models in the space



Hold the right button of the mouse 

and move the cursor in order to 

translate the models in the space



Scroll to zoom in / zoom out



Once you have approved the digital setup of your

patient, the status will turn to «APPROVED»



You will receive an SMS and email 

alert as soon as the lab sends your

package. You will be able to 

download the pdf case templates by 

clicking on the pdf icon



As soon as the lab will ship the package, you will receive

sms and email alert and will be able to download the pdf 

case templates by clicking on the pdf icon
By clicking on the «+» next to the patients name, all the 

information regarding the case, including the shipment

tracking number and the courier name will be displayed



By clicking on the icon next to the «REBRACKETING» 

section you can request any rebracketing you may

require during treatment 



This is the rebracketing popup. Click on the tooth on 

which the detachment has occurred



In the lower area all selected teeth will be shown



If tooth enamel lingual

surface has been modified

-modifica uno

-modifica due

you must upload a new 

sectional scan of the area 



In order to finalize your

rebracketing request click 

on the «SUBMIT» button



Once your request has been submitted you will find a 

different icon next to the «REBRACKETING» section



By clicking on it you can display the status 

of your rebracketing request



As soon as the rebracketing kit is

shipped, you will receive an SMS and 

email notification. The new shipping 

details will be displayed in this area



As soon as your kit has been shipped you

can check both the status of previous

requests or request a new rebracketing
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Bonding Instructions



The transfer tray containing the 
customized lingual brackets
(individualized by a composite base) 
come divided in three pieces, for 
better management when mounting.

Etch the lingual surface of the teeth
using etching gel 40% phosphoric
acid for 20 seconds.

2

Wash and dry the lingual surface of the teeth
till a «white chalk» colour is evident.3

1



Spread a thin layer of bonding
enhancer (Ormco OrthoSolo) on 
the lingual surface of the teeth
and on the composite base of the 
brackets contained in the tray. 
Blast with dry air to remove any

excess.

4

Put a small amount of flowable composite 
polymerizable on the bracket base. (Flow 
Tain/Reliance or Gradia Flow/GC).

Suggestion – as the base of the bracket is
complementary to the surface of the tooth the 
amount of flow must be minimal for easy 
removal of excess after removing the tray.

5



Sit the tray on teeth and cure for 
at least 10 seconds per tooth.

Suggestion – cure on occlusal
surface for posterior teeth / cure 

on labial surface for anterior teeth.

6

Ask the patient to rise with water 
at room temperature in order to 
facilitate the removal of the tray. 

Suggestion – check for excess
composite flow under the 
gingival wing of the bracket or 
interdental spaces. Use dental
floss or metal finishing stripes to 
remove any excess.

7
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Plaster Model

Separating Medium

Transfer jigs ALIAS Brackets

Bonding Resins

UV curing lamp



Apply the insulation material over each tooth on the plaster model. 
Check the model is completely dry before bonding.



Before After

Sandblast the bracket pad in order to increase adhesion



GC LV & HV Flowable Resin







1

Select the 
JIG

Close the 
bracket
before

clipping into
the JIG

Clip the 
bracket



2

1. Using the kommonbase LOW 
VISCOSITY spread on the mesh pad. 

2. Then apply as much kommonbase
HIGH VISCOSITY as needed .

After sitting the JIG on the model, 
check the gap between the 
bracket base and the tooth in 

order to quantify the amount of 
composite to be used.

3



4
Seat the JIG with the bracket on the 
corrisponding tooth.

Remove all excess composite from around the 
bracket pad. 

Cure the composite with an UV lamp
for at least 30 seconds.

5

6



7
After curing remove the JIG. The bracket
will remain bonded on the plaster model.

By using the kommonbase LV PINK COLOUR make an 
indivual transfer tray. Cure for at least 40 seconds.

Before carefully removing the indivdual tray, immerse the 
model in water (room temperature for 5 minutes) to dissolve 
the separating film.

8

9



Before clinical bonding clean

the individual transfer bracket
pad using isopropyl alcohol
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1ALIAS LINGUAL BRACKET SYSTEM
Twins         Digital         Auxiliaries         Practice Development          Education
Self Ligation         Aligners          Tubes/Bands           Archwires          Lab Products

LINGUAL STRAIGHTWIRE BRACKET SYSTEM
Designed with Drs. Kyoto Takemoto and Giuseppe Scuzzo

THE WORLD’S FIRST SELF-LIGATING SQUARE SLOT BRACKET
Simplicity   I   Efficiency   I   Comfort



2 ALIAS LINGUAL BRACKET SYSTEM

Developed through collaboration with world-renowned lingual leaders,  
Drs. Kyoto Takemoto and Giuseppe Scuzzo, Alias offers an aesthetic  
alternative to labial brackets or aligners, but with the efficiency of  
straight-wire mechanics. Alias’ unique square slot allows for  
optimized movement and the small interbracket distances make  
the aligning stage easier. While also offering a bracket that is  
easier to bond, especially on small, maloccluded incisors,  
Alias encompasses the design features that make lingual  
orthodontics easier and more efficient.  

 Virtually Invisible 
Alternative to Aligners

 Aesthetic treatment that 
is practically undetectable. 

 With the increasing number of adults and teens 
seeking aesthetic options for orthodontic treatment, 
ALIAS Lingual Straight Wire offers the advantage of 
aesthetics without the compromise and compliance 

required with aligners.  The combined efficiencies 
of Straight Wire and passive self-ligation allows  you 
to achieve the results you want at a pace that keeps 

your patients smiling.  

LINGUAL STRAIGHTWIRE BRACKET SYSTEM
Designed with Drs. Kyoto Takemoto and Giuseppe Scuzzo

INTRODUCING ALIAS, the world’s first passive  
self-ligating square slot lingual bracket. 

Alias provides patients with a discreet treatment option 
that is virtually invisible and effortless for them. 



3ALIAS LINGUAL BRACKET SYSTEM

DESIGNED WITH DRS. KYOTO TAKEMOTO AND GIUSEPPE SCUZZO

* Innovation L is a registered trademark of Dentsply/GAC. Incognito is a trademarked product of 3M. eBrace is a product of Riton Biomaterial Co., Ltd. STb is a trademarked 

product of Ormco. Harmony is a product of American Orthodontics. Alias is a trademarked product of Ormco. Image courtesy of Drs. Takemoto and Scuzzo.

Incognito™Innovation® L eBrace       STb™ HarmonyALIAS

Compare the size of Alias to other lingual brackets on the market*

Dr. Kyoto Takemoto graduated in 1979 from the Tokyo Dental College, with his specialty in 
Orthodontics in 1981 from Tokyo Medical-Dental University. As an EBO and WBLO diplomate,  
Dr. Takemoto is a world leader in lingual orthodontics, an active principle in multiple global lingual 
orthodontic societies and was the former president and the founding director of the World Board of 
Lingual Orthodontics and World Society of Lingual Orthodontics. He holds numerous global patents 
in lingual orthodontics and has pioneered the advancement of the Lingual Straight Wire method.  In 
addition to his renowned research and teaching, Dr. Takemoto has a private practice in Japan, where 
he practices lingual orthodontics exclusively. 

Dr. Giuseppe Scuzzo graduated in medicine in 1983 from Rome University, specialized in dentistry 
in 1987, (Rome University,) and orthodontics at Ferrara University.  He is adjunct professor in the 
lingual technique at Ferrara University and Compultense University, Madrid.  Also an EBO and WBLO 
diplomate, Dr. Scuzzo holds several lingual bracket patents and was former president and founding 
director of the World Board of Lingual Orthodontics and the World Society of Lingual Orthodontics.  
Drs. Scuzzo and Takemoto have authored three international books on lingual orthodontics that have 
been translated into six languages for worldwide use. In addition to directing multiple international 
lingual programs, Dr. Scuzzo has a private practice limited to lingual orthodontics in Rome, Italy.      Dr. Giuseppe Scuzzo

Dr. Kyoto Takemoto

BRACKET FEATURES

Narrow mesial-distal width 
provides comfort, optimal fit 
and allows for placement on 

maloccluded teeth

Patented square slot, 
maximizes torque and 

rotational control

Sliding mechanism 
opens easily with the 

lingual hinge cap opener, 
closes securely with slim 

weingart plier

80 gauge mesh 
provides mechanical 

retention to the 
adhesive bonding base 

for secure bonding 
and custom fit

The Alias lingual bracket system was designed for patient comfort and clinical performance.  
Rounded contours and a low profile provide comfort, and the small bracket design ensures optimal 
fit and ease of placement.
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.018 X .018 SQUARE ARCHWIRE SLOT
The patented .018 x .018 square passive self-ligating slot and enhanced Straight Wire sliding mechanics 
improve torque and rotational control. Lingual brackets using the .018 x .025 slot have more play, thus  
less torque control, versus Alias.*

SPRING PIN ENHANCES  
OPENING AND CLOSING

Alias bracket’s spring pin has been designed 
for easy opening during wire placement 
while also providing a snap-fit closure for 
secure wire ligation.

*  G. Scuzzo, MD, DDS, K. Takemoto, DDS, PHD, Y. Takemoto, DDS, G. Scuzzo, DDS, L. Lombardo, DDS. “A New Self-Ligating Lingual Bracket with
Square Slots”, Journal of Clinical Orthodontics, Volume XLV, No. 12 (2011): 682 - 683.

Square slot .016" x .016" wire .017" x .017" wire .0175" x .0175" wire

.018" x .018" ~7–8° play ~3–4° play ~1–2° play

Rectangular slot .016" x .022" wire .017" x .022" wire .017" x .025" wire

.018" x .025" ~5–6° play ~2–3° play ~2–3° play

Upper Anterior .016" x .016" wire .017" x .017" wire .0175" x .0175" wire

.018" x .018" 
(1.5mm wide)

~1–2° play ~0–1° play ~0–1° play

Lower Anterior .016" x .016" wire .017" x .017" wire .0175" x .0175" wire

.018" x .018" 
(1.2mm wide)

~2–3° play ~1–2° play ~0–1° play

Square slot
.018" x .018" slot

Rectangular slot
.018" x .025" slot

Tipping control: square slot = rectangular slot 
Rotation control: square slot superior to rectangular slot

2nd-order play between STb SL 
Square Slot lingual brackets* with 
.018”x .018”square slots and 
different sizes of archwires.

3rd-order play between square 
and rectangular slots and 
different sizes of archwires.

With both round and square wires:

Alias square slot means maximum torque 
expression and rotational control. 
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SIMPLIFIED WIRE CHANGES AND OPENING/CLOSING
The Lingual Hinge Cap Opener and Slim Weingart instruments facilitate easy and fast wire changes.

ANTERIOR   OPEN

POSTERIOR   OPEN

ANTERIOR   CLOSE

POSTERIOR   CLOSE

SIMPLICITY
•  Easy open and close - Self-ligating slide makes archwire changes faster and easier.

•  Custom indirect bonding setup - AOA Lab creates custom setups,making bracket
placement fast, simple and accurate.

• Streamlined inventory - Single-patient kits to suit preferences and treatments needs.

EFFICIENCY
•  Passive self-ligating mechanics - Alias is designed to minimize friction while producing

light, continuous orthodontic forces that allow the teeth to move more smoothly.

•  Enhanced sliding mechanics - Straight Wire shape facilitates easier sliding.

•  Simplified finishing bends - Lingual wire replicates the labial Straight Wire
arch form, making wire bends intuitive.

•  Enhanced rotational and torque control - Patented .018 x .018 square slot
provides optimal control and results.

COMFORT 
• Enhanced patient comfort - Designed with low bracket profiles and rounded contours.

Mushroom Shape

Not Ideal

Straightwire

Ideal
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GENERAL PROTOCOLS AND ARCHWIRE SEQUENCE 
PROVIDED BY DRS. TAKEMOTO AND SCUZZO*

WIRE SEQUENCE
NON-EXTRACTION CASES EXTRACTION CASES

OPEN COIL SPRINGS To resolve rotations when teeth are too crowded and bracket placement isn’t 
possible, place an open coil spring 1.3x – 1.4x the interbracket distance to help open the space. 

BUCCAL ATTACHMENTS A variety of clear buccal attachments may be used to enhance buccal leveling, 
using inter-maxillary elastics, and for creating space. 

BITE TURBOS/BITE BLOCKS As with labial treatment, the patient’s bite may create a bracket to tooth 
interference. With lingual treatment, it is common after initial bonding for the lower anterior edge to 
contact the upper anterior bracket(s). Temporary resin fillings (bite turbos/bite blocks) should be placed to 
prevent this.

Initial Leveling

Archwire Objective

Torque and Arch Form Control

Archwire Objective

Completing Leveling and Rotational Control

Archwire Objective

Finishing or Detailing

Archwire Objective

.013 CuNiTi For severe crowing
Option: .014 CuNiTi For moderate crowding

.018 x .018 CuNiTi  Complete torque leveling and arch 
form stabilization

.016 CuNiTi  Complete leveling and alignment  
including rotation correction; partial 
arch form stabilization

.016 x .016 CuNiTi  Initial torque leveling and arch 
form stabilization

.0175 x .0175 TMA If necessary for torque refinements 
and/or final detailing

Option: .016 TMA Final detailing
.018 x .018 SS Control width of both U&L arches in cases 

with initial width discrepancy

Initial Leveling

Archwire Objective

.013 CuNiTi For severe crowing
Option: .014 CuNiTi For moderate crowding

Space Closure

017x .017 SS or .018x.018 SS (if full torque control is needed 
with reduced posterior wire size for sliding)
Option: .016x.016 SS (if there is no need for torque control)

Torque and Arch Form Control

Archwire Objective

.018 x .018 CuNiTi  Complete torque leveling and arch 
form stabilization

.0175 x .0175 TMA Torque establishment

Completing Leveling and Rotational Control

Archwire Objective

.016 CuNiTi  Complete leveling and alignment  
including rotation correction; partial 
arch form stabilization

.016 x .016 CuNiTi  Initial torque leveling and arch form 
stabilization

Finishing or Detailing

Archwire Objective

.0175 x .0175 TMA If necessary for torque refinements 
and/or final detailing

Option: .016 TMA Final detailing
 .018 x .018 SS Control width of both U&L arches in cases  

with initial width discrepancy

*  These are general protocols provided by Drs. Takemoto and Scuzzo, who also recommend providing a detailed and highly individualized
treatment plan.  Ormco is a medical device manufacturer and does not dispense clinical advice.

Note: .018 x .018 archwires may fit snuggly due to normal manufacturing tolerances.



SINGLE PATIENT KITS AND ARCHWIRE PACKS

Order single patient kits and packs of archwires through Ormco.
Contact your Ormco representative at 800.854.1741.

Part Number

ARCHWIRES – PACKS OF 10

SINGLE PATIENT KIT

Initial Leveling Part Number

.013 CuNiTi: for severe crowding

Straight Wire CuNiTi .013 Dia Sm Pk10 204-2101

Straight Wire CuNiTi .013 Dia Med Pk10 204-2102

Straight Wire CuNiTi .013 Dia Lg Pk10 204-2103

014 CuNiTi: for moderate crowding

Straight Wire CuNiTi .014 Dia Sm Pk10 204-2131

Straight Wire CuNiTi .014 Dia Med Pk10 204-2132

Straight Wire CuNiTi .014 Dia Lg Pk10 204-2133

Torque and Arch Form Control Part Number

.018 x .018 CuNiTi

Straight Wire CuNiTi .018 X .018 Sm Pk10 204-2141

Straight Wire CuNiTi .018 X .018 Med Pk10 204-2142

Straight Wire CuNiTi .018 X .018 Lg Pk10 204-2143

Instruments Part Number

Slim Weingart Plier 803-0601

Lingual Hinge-cap Opener 802-1001

Single Patient Kit, Upper/Lower 7-7 740-0430

Completing Leveling and Rotational Control Part Number

.016 CuNiTi

Straight Wire CuNiTi .016 Dia Sm Pk10 204-2111

Straight Wire CuNiTi .016 Dia Med Pk10 204-2112

Straight Wire CuNiTi .016 Dia Lg Pk10 204-2113

016 x 016 CuNiTi

Straight Wire CuNiTi .016 X .016 Sm Pk10 204-2121

Straight Wire CuNiTi .016 X .016 Med Pk10 204-2122

Straight Wire CuNiTi .016 X .016 Lg Pk10 204-2123

Finishing or Detailing Part Number

.0175 x .0175 TMA

Straight Wire TMA .0175 X .0175 Sm Pk10 204-2211

Straight Wire TMA .0175 X .0175 Med Pk10 204-2212

Straight Wire TMA .0175 X .0175 Lg Pk10 204-2213

.016 x .016 SS

Straight Wire SST .016 X .016 Sm Pk10 204-2321

Straight Wire SST .016 X .016 Med Pk10 204-2322

Straight Wire SST .016 X .016 Lg Pk10 204-2323

Space Closure for Extraction Cases Part Number

.017 x .017  SST

Straight Wire SST .017 X .017 Sm Pk10 204-2331

Straight Wire SST .017 X .017 Med Pk10 204-2332

Straight Wire SST .017 X .017 Lg Pk10 204-2333

.018 x .018  SST

Straight Wire SST .018 X .018 Sm Pk10 204-2301

Straight Wire SST .018 X .018 Med Pk10 204-2302

Straight Wire SST .018 X .018 Lg Pk10 204-2303

LINGUAL STRAIGHTWIRE BRACKET SYSTEM
Designed with Drs. Kyoto Takemoto and Giuseppe Scuzzo
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